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3.1 Terms and definitions

Replace the first sentence by the following:

For the purposes of this part of IEC 60746,
the definitions given in Clause 3 of IEC
60746-1, as well as the following apply.
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3.1.10
reference buffer solution

Replace µ·cm–1 by µS·cm–1.

Page 12

6.3.2 Percentage theoretical slope

Replace the existing title of this subclause by
the following new title:

6.3.2 Percentage theoretical slope, PTS
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Bibliography

Replace the first reference of the bibliography
by the following new reference:
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