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Biological evaluation of medical devices - 

Part 1: 
Guidance on selection of tests 
TECHNICAL CORRlGENDUM 1 

Essais biologiques des dispositifs médicaux - 

Partie I: Lignes directrices pour le choix des essais 

RECTIFICATIF TECHNIQUE 1 

Technical corrigendum 1 to International Standard IS0 10993-1 : 1992 was prepared by Technical Committee ISO/TC 194, Biological 
evaluation of medical devices. 
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Subclause 5.2 

In indents b) and ci, delete the word "(cumulative)". 

UDC [615.46/.471.076 Ref. No. IS0 10993-1 : 1992/Cor.l : 1992 (E) 
Descriptors: medical equipment, surgical equipment, surgical implants, dental equipment, dental materials, tests, biological tests, selection, 
general conditions. 

O IS01992 

Printed in Switzerland 

iTeh STANDARD PREVIEW
(standards.iteh.ai)

ISO 10993-1:1992/Cor 1:1992
https://standards.iteh.ai/catalog/standards/sist/bedfce17-fee4-4963-8cff-

e2cbaaacf67e/iso-10993-1-1992-cor-1-1992


	ˇÆb_4cu�îT‡XJ�F÷'˛?ˇ•
C‰ð�¶åù$“®c²QÈ(U›�Ãw‘�árº˙õ2É�•�rr<¿m‘ÆîÐ?ÎçÛk©�šﬂ-�OšNH�Ò�.�=¹„˛ð’ß·qš˙}a�Vr�è�ö®í†U°Â´ßÏ�m¸�

