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Periodontal curettes, dental scalers and excavators —

Part 2:
Periodontal curettes — Gr-type

TECHNICAL CORRIGENDUM 1

Curettes parodontales, instruments dentaires pour détartrage et excavateurs dentaires —

Partie 2: Curettes parodontales — Type Gr

RECTIFICATIF TECHNIQUE 1

Technical Corrigendum 1 to International Standard ISO 13397-2:1996 was prepared by Technical Committee
ISO/TC 106, Dentistry, Subcommittee SC 4, Dental instruments.

                          

Replace figure 1, page 2, with new figure 1 below, in which the designation of angle b in view C–C is corrected to a,
and the designation of angle a in view A of Gr-type 11 is corrected to b.
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Dimensions in millimetres

Figure 1 — Periodontal curettes — Gr-types 1 to 14
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