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Ophthalmic instruments — Direct ophthalmoscopes

TECHNICAL CORRIGENDUM 1

Instruments ophtalmiques — Ophtalmoscopes directs

RECTIFICATIF TECHNIQUE 1

Technical Corrigendum 1 to International Standard ISO 10942:1998 was prepared by Technical Committee
ISO/TC 172, Optics and optical instruments, Subcommittee SC 7, Ophthalmic optics and instruments.
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In Table 1, Criterion Angle of field of view w, in column 2 for Group A replace > 6° with  > 3°, and in column 3 for
Group B replace > 5° with > 2,5°.
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