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Foreword 

The text of ISO 7886-4:2006 has been prepared by Technical Committee ISO/TC 84 “Devices for 
administration of medicinal products and intravascular catheters” of the International Organization for 
Standardization (ISO) and has been taken over as EN ISO 7886-4:2009. 

This European Standard shall be given the status of a national standard, either by publication of an identical 
text or by endorsement, at the latest by March 2010, and conflicting national standards shall be withdrawn at 
the latest by March 2010. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. CEN [and/or CENELEC] shall not be held responsible for identifying any or all such patent rights. 

This document supersedes EN ISO 7886-4:2006. 

This document has been prepared under a mandate given to CEN by the European Commission and the 
European Free Trade Association, and supports essential requirements of EU Directive. 

For relationship with EU Directive, see informative Annex ZA, which is an integral part of this document. 

According to the CEN/CENELEC Internal Regulations, the national standards organizations of the following 
countries are bound to implement this European Standard: Austria, Belgium, Bulgaria, Cyprus, Czech 
Republic, Denmark, Estonia, Finland, France, Germany, Greece, Hungary, Iceland, Ireland, Italy, Latvia, 
Lithuania, Luxembourg, Malta, Netherlands, Norway, Poland, Portugal, Romania, Slovakia, Slovenia, Spain, 
Sweden, Switzerland and the United Kingdom. 

Endorsement notice 

The text of ISO 7886-4:2006 has been approved by CEN as a EN ISO 7886-4:2009 without any modification. 
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Annex ZA 
(informative) 

 
Relationship between this European Standard and the Essential Requirements of 

EU Directive 93/42/EEC on medical devices 

This European Standard has been prepared under a mandate given to CEN by the European Commission 
and the European Free Trade Association to provide a means of conforming to Essential Requirements of the 
New Approach Directive 93/42/EEC on medical devices.  

Once this standard is cited in the Official Journal of the European Union under that Directive and has been 
implemented as a national standard in at least one Member State, compliance with the clauses of this 
standard given in table ZA.1 confers, within the limits of the scope of this standard, a presumption of 
conformity with the corresponding Essential Requirements of that Directive and associated EFTA regulations.  

Table ZA.1 — Correspondence between this European Standard and Directive 93/42/EEC on 
medical devices 

Clause(s)/sub-clause(s) of this 
EN 

Essential Requirements (ERs) of 
Directive 93/42/EEC 

Qualifying remarks/Notes 

6 1, 7.1, 7.2 – 7.5 E.R. 7.5 is only partially covered: 
protection against risks posed by 
the presence of phthalates and 
other toxic substances are not 
specifically addressed. 

7 1, 7.1, 7.2 – 7.5 E.R. 7.5 is only partially covered: 
protection against risks posed by 
the presence of phthalates and 
other toxic substances are not 
specifically addressed. 

8 1, 7.1, 7.2 – 7.5 E.R. 7.5 is only partially covered: 
protection against risks posed by 
the presence of phthalates and 
other toxic substances are not 
specifically addressed. 

9 1, 7.1, 7.2 – 7.5 E.R. 7.5 is only partially covered: 
protection against risks posed by 
the presence of phthalates and 
other toxic substances are not 
specifically addressed. 

10 10.1, 10.3  
11 1, 10.1, 10.2, 10.3  
11.1 1, 10.1, 10.2, 10.3  
11.2 1, 10.1, 10.2,  
11.3 10.1  
12 10.1, 10.2  
12.1 10.1, 10.2  
12.2 1, 9, 2, 10.2  
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Table ZA.1 (continued) 

Clause(s)/sub-clause(s) of this 
EN 

Essential Requirements (ERs) 
of Directive 93/42/EEC 

Qualifying remarks/Notes 

13.1 1 – 9.2 1, 2, 3, 10.2, 12.8.2  
13.2 1 – 9.2, 1, 2, 3 , 10.2, 12.8.2  
13.3 10.2  
14.1 1, 2  
14.2 1, 2, 9.1  
15.1 1, 2, 10.1, 10.3  
15.2 7.5 – 10.1 E.R. 7.5 is only partially covered: 

protection against risks posed by 
the presence of phthalates and 
other toxic substances are not 
specifically addressed. 

15.3 1 - 2 - 8.1  
15.4 5  
15.5 7.1 Only guidance is given 
16.1 7.2, 8.3  
16.2 7.2, 8.3  
17 13.1  
17.2.1 a) 13.2 – 13.3 f Except 13.3 (f) (second phrase 

regarding indication of single use 
consistent across community) 

17.2.1 b) 13.2  
17.2.1 c) 13.3 a Except 13.3 (a) (regarding 

representative in the 
Community) 

17.2.1 d) 13.2 – 13.3 c  
17.2.1 e) 13.2 – 13.3 d  
17.2.1 f) 13.2 – 13.3 e  
17.2.1 g) 13.3 b  
17.2.2 a) 13.2 – 13.3 f Except 13.3 (f) (second phrase 

regarding indication of single use 
consistent across community) 

17.2.2 b) 13.2  
17.2.2 c) 13.3 a Except 13.3 (a) (regarding 

representative in the 
Community) 

17.2.2 d) 13.2 – 13.3 c  
17.2.2 e) 13.2 – 13.3 d  
17.2.2 f) 13.2 – 13.3 e  
17.2.2 g) 13.3 b  
17.3 a) 13.2 – 13.3 f Except 13.3 (f) (second phrase 

regarding indication of single use 
consistent across community) 

SIST EN ISO 7886-4:2010

iTeh STANDARD PREVIEW
(standards.iteh.ai)

SIST EN ISO 7886-4:2010
https://standards.iteh.ai/catalog/standards/sist/7c06b4b6-d451-44f0-bbdb-

32f05bfbd829/sist-en-iso-7886-4-2010



EN ISO 7886-4:2009 (E) 

6 

Table ZA.1 (continued) 

Clause(s)/sub-clause(s) of this 
EN 

Essential Requirements (ERs) 
of Directive 93/42/EEC 

Qualifying remarks/Notes 

17.3 b) 13.2  
17.3 c) 13.3 a Except 13.3 (a) (regarding 

representative in the 
Community) 

17.3 d) 13.2 – 13.3 c  
17.3 e) 13.2 – 13.3 d  
17.3 f) 13.2 – 13.3 e  
17.3 g) 13.3 b  
17.3 h) 13.3 k  
17.3 i) 13.3 k  
17.3 j) 13.3 i  
17.3 k) 13.6 Except 13.6 (h) – 2nd phrase NA, 

feature to prevent re-use is part 
of the design and  
except 13.6 (q) (regarding date 
of issue or latest revision of 
instructions for use) 

17.3 l) 13.3 b  
17.4 a) 13.3 b  
17.4 b) 13.2  
17.4 c) 13.2 – 13.3 d  
17.4 d) 13.2 – 13.3 e  
17.4 e) 13.2 – 13.3 c  
17.4 f) 13.3 a Except 13.3 (a) (regarding 

representative in the 
Community) 

17.4 g) 13.3 i  
17.4 h) 13.3 b  
NOTE 6 a Requirement on clinical 

evaluation not covered by  this 
standard 

 

WARNING — Other requirements and other EU Directives may be applicable to the product(s) falling within 
the scope of this standard. 
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