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Technical Corrigendum 1 to International Standard ISO 8185:1997 was prepared by Technical Committee
ISO/TC 121, Anaesthetic and respiratory equipment, Subcommittee SC 3, Lung ventilators and related equipment.
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Section 10

56.3 Connections – General

Section 56.3 is not intended to exclude the use of 22 mm connections for humidifiers for paediatric use. Thus, the
second sentence should be modified to read as follows:

“If intended for adult use, a 22 mm connector shall be provided.”

Delete the word “should” from the middle of the next paragraph, to read

“….tubes which comply with ISO 5367, ...”
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Annex O

The formula for “vapour pressure, pv,” contains an inappropriately placed parenthesis which results in incorrect
calculations.

Replace the existing formula with the following corrected formula:
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