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MpeaucnoBue

MexayHapoaHas opraHusaums no crangaptusauum (ISO) sBnseTca BceMypHon hegepaumen HaumoHanbHbIX
opraHmsaumMi no craHgaptusauum (kommuteTtoB-uynieHoB [SO). PaspaboTka MexayHapoOHbiX CTaHAapToB
O0BbIYHO OCYLLECTBNSAETCA TexHu4eckummn kommutetamm 1SO. Kaxabll KOMUTET-YNeH, 3auHTepecoBaHHbIA B
0eATenbHOCTU, ANA KOTOpOon Bbln co3gaH TEXHUYECKUN KOMUTET, MMeeT NpaBo ObiTb NpeacTaBneHHbIM B 9TOM
komuTeTe. MexayHapoaHble NpaBUTENbCTBEHHbIE N HEMPAaBUTENBCTBEHHbIE OpraHM3aunn, UMetoLLmne CBA3N C
ISO, Takke npuMHMMalOT yyactue B paboTtax. UTo kacaeTcs cTaHAapTu3auum B 06nacTy aneKTPOTEXHMKW, TO
ISO paboTaeT B TeCHOM coTpyaHMYecTBe ¢ MexayHapoaHON anekTpoTexHnyeckon kommccmen (IEC).

MpoekTbl MexayHapOo4HbIX CTaHAAPTOB pa3pabaTbiBaloTcsa B cooTBETCTBUM ¢ npasunamu Qupektus ISO/IEC,
YacTtb 2.

OcHoOBHasi 3afaya TEXHUYECKMX KOMUTETOB 3aKMioyaeTcsl B MOATOTOBKE MeEXOyHapoOHbIX CTaH4apTOB.
MpoekTbl MeXayHapoAHbIX CTaHOApPTOB, MPUHATHIE TEXHUYECKVMU KOMWUTETaMM, PacChINaloTCs KOMUTEeTaM-
YyreHam Ha roriocoBaHue. Vx onybnmkoBaHue B kayecTBe MexayHapoAHbIX CTaH4apToB TpebyeT onobpeHus
He meHee 75 % KOMUTETOB-4YNEHOB, NMPUHUMAIOLLMX Y4acTUe B rofloCOBaHMN.

CnepnyeT umeTb B BUAY, YTO HEKOTOPbIE 3MIEMEHTbI HACTOSLLEro MexXxayHapogHoro craHgapta MoryT ObiTb
00BbEeKTOM naTeHTHbIX npaB. ISO He MOXeT HECTU OTBETCTBEHHOCTb 3a MAEHTUAUKALMIO Kakoro-nnbo ogHoro
MM BCEX NaTEHTHbIX Mpas.

ISO 15193 O6bIn nogroToBreH TexHWYeckuMm kommuteTomM EBponerickoro komuteTa Mo cTaHgapTU3auuu
(European Committee for Standardization, CEN) CEN/TC 140, MeduuyuHckue u3denusi 0ns in vitro
duaeHOCmMuKuU, COBMeCTHO C TexHudeckum Komutetom ISO/TC 212, KnuHuyeckue sabopamopHble
ucrnblimaHusi U ucrnbimamersibHble cucmemMbi 0715 in vitro duasgHocmuku, B cooTBeTCTBUM ¢ CornalieHnem o
TexHudeckom cotpygHmdecte mexay ISO n CEN (Benckoe CornawieHue).

Hacrtosiwee BTOpoe M3gaHue OTMEHSeT U 3ameHsieT nepBoe u3gaHue (ISO 15193:2002), koTopoe 6bino
TEXHUYECKN NEPECMOTPEHO.

iv © ISO 2009 — Bce npaBa coXpaHsioTcs
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BBepeHue

CucTembl pedbepeHTHbIX U3MEPEHU HeoBX0aMbI Arsi NOMyYeHWs! NMONe3HbIX U HAAEXHbIX pe3ynbLTaToB Ans
Hay4HbIX, TEXHOMOMMYECKMX U NPAKTUYECKUX Lienen, CpaBHUMbIX U NPOCIEXUBAEMbIX 40 U3MEPEHUA eAUHUL
U3MepeHUss U/vnu CTaH4apPTOB WM3MEPEHUs U/Mnu npoueayp WM3MEpPEHUs HauBbLICLLIErO METPONOrMYeckoro
ypoBHs. [Npouenypbl pehepeHTHbIX U3MEPEHUIA UTPAIOT PELLAIOLLYIO0 POfb B 3TON METPONOrMYeCcKon CUCTEME,
TaK Kak MoryT GbITb UCNOMb30BaHb! Ans:

a) OLEHKHN pa6oql/|x XapaKTepuctnk MU3MepPUTENIbHbIX CUCTEM, BKIHOYaLWNX WU3IMEPUTENbHbIE ﬂpl/l60pbl,
AOonNoJIHUTENbHOE o6opyp,osaHV|e, a TakKxKe peareHThl,

b) AeMOHCTpauunn q)yHKLlMOHaﬂbHOVI B3anMO3aMEeHAEMOCTUN pa3sinYHbIX PYTUHHBLIX npouenyp uaMepeHus,
npegHa3Ha4YeHHbIX And NSMepeHund OAHOW N TOW € BEMNYMHDI,

C) TNpUMNUCbIBAHMS 3HaYeHWn cTaHgapTHbIM obpasuam, KOoTopble 3aTem WCMoMnb3ylTcs AN Lenen
KanuOpOBKU UIM KOHTPOISA TOYHOCTM PYTUHHBIX METOAVK U3MEPEHWS, U

d) ycTaHOBNEeHUs aHanUTUYECKNX BANSIOWLMX BENNYMH B Npo6ax nauneHToB.

Onga knuHudeckux nabopaTopHbIX U3MepeHun, B 0OCOBEHHOCTU MpU HEOTNOXHOM W ANUTENbHOM fedYeHun
nauneHTa, XWU3HEHHO BaXHO, YTOObI pes3ynbTaThbl, coobliaemble Bpayy W naumeHTy, Obinn agekBaTHoO
CpaBHMMbI, BOCMPOM3BOAMMBLIMW W TOYHbl. B HeEKOTOpbIX cryyasx xenaTenbHo, 4Tobbl pedepeHTHas

npoueaypa usMepeHus Gbina gaHa B BuAe craHAapTa, OCOOGEHHO Korga STO CBSI3aHO C TeXHUYECKUMU
TpeboBaHNSMU:

— YCTaHOBJIEHHbIMU B CTaHOapTaX, TEXHUYECKUX Tpe6OBaHVI9|X NUnn TexXxHN4YeCKknx npasmnax n 1. a.,
— Anda KOTOPbIX KOJn4eCTBEeHHble 3Ha4YeHUd yCTaHOBJ1€Hbl MNOCTaBLLMKOM, U

—  VMELLMMU NPSIMYI0 B3aMMOCBSI3b C pabounmMm XxapakTepucTMkaMm n3genus nunu npouecca.
MpenmyulectBa HanmMuua Takoro ctaHgapta nepedncnensl B Guide 15 ISO/IEC.

B Paspgene 3 HacTosLLero MexayHapoaHoro craHaapTa, NPUHLMMbI BblAeNeHbl KypCUGOM.

© 1SO 2009 — Bce npaBa coxpaHsioTcsi \"
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MEXOYHAPOOHbLIA CTAHOAPT ISO 15193:2009(R)

MeaovuuHckue usgenusa ana in vitro guarHocTukn. UamepexHue
BeJINYMH B oOpa3uax oMornorn4eckoro nponcxoXxaeHus.
TpeboBaHUA K coaepKaHUIO U NpeacTaBneHnto pedepeHTHbIX
npoueanyp UsmMepeHus

1 OO6GnacTb NnpMMeHeHus

Hactoawuin mexayHapoOHbll CcTaHdapT ycTaHaBnmBaeT TpeboBaHWs K coaepxaHuio pedepeHTHbIX
npouenyp uamMepennsa ang MeguUUHCKUX U3LENun ons in vitro AnarHoCTUKN 1 KNMHUYECKNX riabopaTopui.

NMPUMEYAHUE 1 TMpepnonaraeTcs, 4YTO OMbITHbIA NTAbOPaTOPHLIA CleuuanuncT, CreaylLlmn npoueanype M3MepeHus,
OMUCaHHOM B COOTBETCTBMM C HACTOSALLMM MEXOYHApOAHbIM CTaHOAPTOM, MOXET pacCyuTbiBaTb Ha MOMy4YeHue
pe3ynbTaToB M3MEPEHUS C HEOMPEAENEHHOCTLIO U3MEPEHUIA, HE MPEBbLILLAIOLLEN YCTAaHOBIEHHbI YPOBEHD.

Hactoawun mexgyHapoAHbIi  CTaHAapT MpPUMMEHSAETCAa K pedepeHTHbIM npoueaypam  U3MEepPEHUsM,
obecneunBaloWmM 3HayYeHus aunddepeHumnanbHblX UMM pauuoHanbHbIX BenuumH. B TMpunoxeHnn A
npvBegeHa nHgpopmaums 06 opaMHanbLHOM U HOMUHANbHOW LUKanax.

Hactoawmin mMexayHapoaHbli  cTanHgapT nogxoauT Ans  nwoboro nvua, opraHa Wnuv  yyYpexaeHus,
paboTatoliero B OAHOW W3 pasnuyHbiX obnacten nabopaTOpHOM MeOMLUMHbI, MMEKLWEro HamepeHue
paspaboTaTb AOKYMEHT, BbINOMHSAOLWMIA DYHKLMIO peddepeHTHOM npoueaypbl UsMepeHust.

[MonHoe onucaHwe MeTOO40B M3MEPEHUs, Kak npaBuio, onybriMkoBaHO B Hay4yHOW nuTepaTtype, B KOTOPOW
MeTOoAbl ONUCLIBAKOTCH AOCTAaTOYHO NOAPOBHO, YTOObI OHWM MOMMW UCMOMb30BaTbCH B KaYeCTBE OCHOBbI ANS
OOKYMEHTUPOBAHHOW npoueaypbl U3MEPEHUS.

MPUMEYAHME 2 B HacTosilem MexayHapoOHOM cTaHaapTe, “MexayHapoAHbI CTaHgapT uaMmepeHus” obGo3HavaeT
cTaHgapT Ha maTepuan. TepMuH “mMexayHapoaHbI ctaHaapT” ncnonedyetca BO3 anst pechepeHTHbIX MaTepmarnos.

2 HopmaTtuBHbIe CCbINKU

Ccbinka Ha criegytolwme OOKYMEHTbl 06A3aTernbHa Npy MUCMOMb30BaHWM OAHHOrO AOKyMeHTa. [Ons >KecTkux
CCbINIOK MPUMEHSAIOTCA TOMbKO YKasaHHOe MO TeKCTy wusgaHve. [Ond nnaBalowux CCbIIOK HeobXxoaMmo
ucrnonb3oBaTb CaMoOe MocCrnefHee W3faHue HOPMATMBHOIO CChINIOYHOrO [OKyMeHTa (Bkntovas mnobble
N3MEHEHWST).

ISO 15194, MeduyuHckue u3lenusi Ons in vitro OuazHocmuku. W3mepeHue eenuduH 8 obpasuax
buonoesu4yeckoeo npoucxoxoeHus. TpeboeaHuss K ammecmoeaHHbIM cmaHOapmHbIM obpasuam U
codepxaHuro cornposodumeribHoU oKyMeHmauuu

ISO/IEC Guide 98-3:2008, Pykosodcmeo rno npedcmasrieHuro HeoripederieHHocmu usmeperuti (GUM:1995)

ISO/IEC Guide 99:2007, MexdyHapodHbili crnoeapb no memposoauu. OcCHo8Hbie U obuwjue noHamMus U
cB8si3aHHbIE MEPMUHbI

© 1SO 2009 — Bce npaBa coxpaHsioTcsi 1
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3 TepMuHbI U onpeaeneHns

B pamkax [OaHHOro [OKYMeHTa MpPUMEHSIIOTCA TEPMUHbl W OMpefdeneHus, NpuUBELAEHHble B
ISO/IEC Pykosoactee 99 u ISO/IEC Pykosoactse 98-3 n cnegytowue.

31

nepBuYyHas npoba

primary sample

Habop M3 OOHOM NI HECKOSBKUX YacTel, MepBOHAYarnbHO B3ATLIN U3 CUCTEMbI U NMPEAHA3HAYEHHDIV 151 MOMyYeHUs]
MHpOpMaLIMM O cUCTEME UK ANs TOro, YTODbI CY>KUTb OCHOBOW AN PELLEHNSI OTHOCUTENBHO CUCTEMBI

NMPUMEYAHUE B HekoTopbIX criydasx uHdopMaums TakkKe UCMofb3yeTcs B OTHOLUEHUM CMCTEMbI GonbLUEro pa3Mmepa
U COBOKYMHOCTM CUCTEM, SNTIEMEHTOM KOTOPOM ABNAETCH CMCTEMA, U3 KOTOPOW B3ATa npoba.

3.2

nabopatopHas npo6a

laboratory sample

nepBu4yHasi Nnpoba unu ee YacTb, NOATOTOBIIEHHAA AN HANpPaBNeHUsa B nabopaTopurio MM NoyYeHHas e U
npegHasHadeHHas 4ns U3MepeHust

3.3

aHanuTu4yeckas npoba

analytical sample

npoba, NoAroToBneHHas U3 nabopaTopHo Npobbl, U3 KOTOPON MOXET ObITb B3Ta aHaNUTUYeCcKas nopuus

NMPUMEYAHUE AHanuTuyeckas npoba MOXET MoABepraTtbCa pPasfMYHbIM - BO3OEWCTBMAM Nepen  B3ATUEM
aHanMTUYeCcKux NopLmn.

3.4

aHanuTU4yeckas nopuus

analytical portion

nopumsi martepuana, B3sTas W3 aHanUTMYeckoro ob6pasua, HEMoCPeACTBEHHO C KOTOPOW MNPOM3BOAST
N3MepeHUs], Kak NpsiMble, Tak U KOCBEHHbIE

NMPUMEYAHUE AHanuTuyeckas nopuus 6epetcs NpsMoO U3 NepBUYHOM Npobbl unu nabopaTtopHor Npobbl, ecnn He
TpebyeTcsa noaroToBka. AHaNUTUYECKY MOPLUMI0 UHOTAa PacTBOPSAKT AN MOMyYeHUss aHanNmMTMYEeCKoro pacteopa nepej
NnoMeLLeHNEM B U3MEPUTESbHbIN Npubop.

3.5

aHanuMTU4eCcKMn pacTBop

analytical solution

pacTBOp, MNOATOTOBMIEHHBIN AN WU3MEPEHWUs,, PACTBOPEHWEM aHanUTUYECKOW MOopuMM B KUAKOCTU WK
TBEPAOM BeLLeCTBe C NpoBeAeHeM peakuum unm 6e3 Hee

3.6

maTtpuua

matrix

(MaTepmanbHON CUCTEMbI) KOMNOHEHTbI MaTepuanbHOM CUCTEMBI, 3a UCKMIOYEHMEM aHanuTa

3.7

pedepeHTHasi npoueaypa usMepeHui

reference measurement procedure

npoueaypa U3MepeHuii NPUHATas Kak No3BONALLAA MOMyYnTb pesynbTaTbl M3MEPEHUs, NPUroaHbIe Ana ux
MCMOMNb30BaHUA MPU OLEHKE [OCTOBEPHOCTM U3MEPEHMSI U3MEPEHHbIX 3HAYEHWt BENUYMH, MOMyYeHHbIX B
JApYrux npoLieaypax UsmepeHusi BENMUYMH TOro e poaa, Npv KanubpoBKe, UNu Npu NoMyyYeHU XapakTepucTuk
cTaHOapTHbIX MaTepuarnos

NMPUMEYAHUME 1 ApantuposaHo un3 ISO/IEC Guide 99:2007, 2.7.

MPUMEYAHWME 2 Ponb pedepeHTHbIX Npoueayp namepeHns noapobHo onucaHa B 1ISO 17511 n 1ISO 18153.

2 © 1SO 2009 — Bce npaBa coxpaHstoTcst
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NMPUMEYAHME 3 B TepmuHonornm ISO, docmosepHocmb cBsidaHa CO CMEWeHUeM, cucmeMamuyecKuM 6rIUsHUeM v
cucmemamudyeckoli owubkol, B TO BPEMS KaK MOYHOCMb CBsi3aHa kak ¢ 00CmMoeepHOCMbIo (M ee B3aMMOCBSI3sIMU), Tak U
C Mpeyu3UoOHHOCMbIO0, KOTOpPasl, B CBOKO o4yepedb, CBA3aHa CO cmaHOapmHbIM OMKIIOHeHUeM, CiydalHbiM eusHUemM W
cnyyatHoUl owubkou.

MPUMEYAHME 4 TepmuH “pedepeHTHas mpouenypa M3mepeHus” criefyeT MNOHUMaThb Kak rpouedypa U3MepeHUst
8bICLLIE20 YPOBHSI.

3.8

aHannTnyeckasa 4yBCTBUTENIbHOCTb

analytical sensitivity

COOTHOLLEHNE W3MEHEHWs B MNOKa3aHWAX M3MEpPEeHUS U COOTBETCTBYIOLUMM M3MEHEHVWEM B U3MEPSEeMOM
KONMYECTBEHHOM 3HaYeHUM

MPUMEYAHME 1 TepmuH “aHanuTnyeckas YyBCTBMTENbHOCTL” HE criedyeT NOHUMAaTb Kak CMHOHUM TepMmuHa “npegen
onpegeneHus”.

MPUMEYAHME 2 ISO/IEC Guide 99:2007 ucnonb3yeT TEPMUH “4yBCTBUTENBLHOCTb CUCTEMbI U3MEPEHNS”.

3.9

aHanuTn4yeckas cneundPuyHoOCTb

analytical specificity

CNocoBHOCTbL NpoLeaypbl U3MEPeHNs ONpeaensaTb TOMbKO BENUYMHY, MOAMNEXAaLLYI0 U3MEPEHUIO

3.10

aHanuTU4Yeckasa uHTepdepeHumns

analytical interference

cuctemaTmyeckas olmbka M3MepeHus, Bbi3BaHHas BRUSIOLWLEN BENWYMHOW, KOTopas cama He co3faeT
CUrHana B W3MepUTEenbHOW CcuCcTeMe, OAHaKo SBNAETCA NPUYUMHOM  yCuneHuss unn  ocrabnexHus
perucTpupyemoro curHana

3.11

BIindaoLwasn BesindnHa

influence quantity

BEMWYMHA, KOTOpasi, MpU NPsIMOM U3MEPEHUN, HE BMUSET HA U3MEPSIEMYIO B HACTOSILLMA MOMEHT BEJTUYMHY,
HO BNMSIET Ha B3aMMOOTHOLLEHMWS MEXaY BENNUYNHON U Pe3yNbTaTOM U3MEPEHUS

NMPUMEYAHME  ApgantuposaHo u3 ISO/IEC Guide 99:2007, 2.52.

3.12

n3Mepsiemas BeJqiudinHa

measurand

BENMYMHa, aBnsowascs o6beKTOM N3MepeHnst

NMPUMEYAHUME 1 ApantupoBaHo n3 ISO/IEC Guide 99:2007, 2.3.

MPUMEYAHUE 2 TepMuH “aHanut” He crnegyeT MCMONMb30BaTb Kak u3MepsieMasi 8esiuduHa. AHanum 3TO KOMMOHEHT
uamepsieMol 8esTUYUHAbI.

NMPUMEP B o603HaueHun “KpoBb—Inioko3a; KOHUEHTpauusi KonuyecTBa BellecTBa’, TepMmuH “Inioko3a”
obo3HavaeT Kak aHasaum, Tak i KOMIMTOHEHM.

3.13

npepen onpegeneHns

oGHapyXXeHus npegen

detection limit

limit of detection

N3MePEHHOE 3Ha4YeHME BENMWYMHbI, MONTyYEHHOE B JAHHOW NpoLleaype U3MepeHunsi, 4ns KOTOpOro BEPOSITHOCTb
HEeBEepHO onpenesnieHHOro OTCyTCTBMA KOMMOHEHTa B Martepuane cocTtaBdAeT ﬂ, a BEepPOATHOCTb HEeBEpHO
ONpeLeneHHoro NpuUcyTCTBUS a

MPUMEYAHME 1 IUPAC pekomeHayeT onpenensaTb 3HavyeHus a un S pasHbivu 0,05.
NMPUMEYAHME 2 WHorpa ncnonb3yetca abbpesnatypa LOD.
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MPUMEYAHUE 3 TepmuH “4yBCTBMTENLHOCTL” HE PEKOMEHAYETCH MCNONb30BaTh ANA AaHHOTO NMOHATUS.
NMPUMEYAHUME 4 ApantuposaHo u3 ISO/IEC Guide 99:2007, 4.18.

3.14
Kanubpartop
calibrator

N3MepUTENbHBIA CTaHA4aPT, UCMOMb3yeMblii NMPU KanmbpoBke

MPUMEYAHNE

ApanTtupoaHo 13 ISO/IEC Guide 99:2007, 5.12.

4 OnucaHue pedepeHTHOM npoueaypbl U3MepeHus

4.1 3nemeHTbl pechepeHTHOMN Npoueaypbl U3MepeHUs

CopepxaHue pedepeHTHOM npoueaypbl U3MEpeHUs [OOIKHO BKMoYaTb B cebsA, Mo MeHbluei Mepe,
3MEeMeHTbI, NepeyncrieHHble kak obszaTenbHble B Tabnuue 1. Mopsaok a1eMeHTOB MOXET ObiTb U3MEHEH U,
no Mepe HeobXoaUMOCTH, MOTyT OblTb 40GABMNEHbI AONOSTHUTESNbHbIE SNTIEMEHTbI, TaKMe Kak aHHOTaUms.

Tabnuua 1 — AneMeHTbI coAepKaHUs 3TalloHHOM npoueaypbl U3MepPEeHnsA

3nemeHT Tun Moppasgen HacTosALWero
MeXAyHapoAHoro craHgapTra

TuTyNbHLIV NUCT O6s3aTenbHbI —

CogaepxaHue [JononHuTenbHbIN —

Mpeavcnosue [JononHuTenbHbIN —

MpepynpexaeHnst 06 onacHocTsX Ob6sa3aTenbHbIN 4.2
BBeneHue [JononHuTenbHbIN 4.3
HaumeHoBaHve O6s3aTenbHbI —

O6nactb NpUMeHeHust Ob6sa3aTenbHbIN 44
HopmaTuBHbIe CCbIfku JononHuTenbHbI —

TepMuHbI, onpeaeneHns, cMMBOnbI M abbpesnaTypbl JononHuTenbHbIV 4.5
MpuHUUN 1 meTog n3MepeHus Ob6s13aTenbHbIN 4.6
lMepeyeHb ocHalleHus [JononHuTenbHbIN 4.7
PeareHTbl O6s3aTenbHbIN 4.8
MpubGopsbl Ob6sa3aTenbHbIN 4.9
Basatne npobbl 1 npoba Ob6sa3aTenbHbIN 4.10
[NogroToBka M3MepUTESbHOW CUCTEMbI U aHaNUTUYECKON nopLnm Obsa3aTenbHbIN 411
Pa6oTta nameputenbHOM CUCTEMbI Ob6sa3aTenbHbIn 412
O6paboTka gaHHbIX Obs3aTenbHbIN 413
AHanuTuyeckasi 4JOCTOBEPHOCTb O6s3aTenbHbI 4.14
Ocob6ble cnyyvan [ononHuTenbHbIN 4.15
MonTBepxaeHvne nytem mexnabopaTopHbIX CPaBHEHNIA Ob6sa3aTenbHbIN 4.16
OTu4eT 0 pesynbTaTax O6s3aTenbHbIN 4.17
Obecne4yeHne KkayecTBa O6s3aTenbHbIN 4.18
Bubnuorpacwus (MpunoxeHune) [ononHuTenbHbIN 4.19
[aTtbl yTBEpXXAEHUS 1 nepecMoTpa Ob6sa3aTenbHbIN 4.20
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4.2 TpepynpexneHusi 0 pucke U onacHoCcTn

Cnepoyet o0paTuTb BHMMaHMe Ha noOble ONacHOCTW, CBHA3aHHble C TUNOM npobbl, peareHTamu,
obopynoBaHMeM unM  OEWCTBUAMM, a Takke [OOMKHbl ObiTb OnNMcCaHbl BCe Heobxoaumble Mepbl
NpeaoCTOPOXHOCTN, BKIHOYAs Mepbl NPEeJOCTOPOXKHOCTU NpU yaaneHun otxoaos. [lonyckaetca npuMeHeHue
HaLMOHanbHbIX, PErMoHarnbHbIX U1 MECTHbLIX HOPMaTMBOB U NpaBuIl.

NMPUMEYAHUE Ona pedepeHTHON npouenypbl U3MepeHus, NpeaycMOTPEeHHOW Ans NpeacTaBneHus B KadecTBe
MeXayHapofHoro ctaHgapra, cm. 1ISO 78-2.

4.3 BBepeHue
BBe,EI,eHI/Ie OOJDKHO cofepXkaTb cnenyrwne nyHKTbl, eCriih NnoAXo4AT, B NPONU3BOJIbHOM NopsAake:

a) onucaHWe BenWYMHbLI, M3MEpPSieMON B COOTBETCTBUM C pedepeHTHON npoLeaypon U3MepeHus, B
TEPMUHAX CUCTEMbI, KOMMOHEHTA 1 poJa BeNMYMHbI, BKINoYas Nobble cneundmrKaLmm Kaxaoro;

b) kpaTkoe ykasaHue ee 3Ha4YeHWs BENUYUNHbBI AN MEAMUMHCKOM NMOMOLLM, ECNW 3TO HEOBXOAUMO;

C) MeTod M3MEpPEHMs U OCHOBaHWE ans ero Bolbopa;

d) ™mogenb uaMepeHusi B TEPMUHAX M3MeEPSIEMON BENUUMHBI Kak (OYHKLUM OT BCEX BXOAHbIX BESNYUH;
€) MeCTO B Mepapxuu npouenyp n3MepeHus n kanmbpaTopos;

f)  meTponornyeckas NpoCnexmBaemMocTb.

4.4 O6nactb NpMMeHeHUus

O6nacTtb NPUMEHEHNA OO0JNKHa onpeaendaTtb Cy6'beKT N OXBaTbiBaeMble acCnekTbl, onpeaendrLimne nobble
M3BECTHbIE npeaesibl NPUMEHNMOCTN. OTOT 3NIEMEHT HEe OOJMKEH coaepxatb Tpe6OBaHVIl7I.

O6nacTb NPUMEHEHUs OOMKHa BKItoYaThb B cebsl crieqytoLime NyHKTbI:
a) Uenu namMepeHusl, Ans KoTopbiX NoaXoauT pedepeHTHas npoueaypa 3MepeHus;

b) Tunbl maTepuanoB npoGbl, AN KOTOPbIX MNPUMEHSIETCA pedepeHTHasi npouedypa W3MepeHust u
CYLLECTBYIOT JI1 OFrpaHUYEHNS;

C) uvHTepdepnpyoLLMe KOMMNOHEHTLI, TAKUe KaKk MeauKaMeHTbl, MeTabonuTbl, 4o6aBku, pocT MMKPOGOB;
d) ykasaHus Ha JONyCTUMbIE U3MEHEHUS OCHOBHON pedepeHTHOW npouedypbl MU3MEPEHUs, Hanpumep, ecrnu
HeobxoaMMOo yaanuTb HeobblyHble 1 onpedenvMble BAVSHWUA [geTany MoavduumpoBaHHOW npoueaypbl

npeacTaBnAwTCcAa B otaensHoMm pasgene “Ocobble cnyyan” (cm. 4.15)];

€) uHTepBan usmepeHui.
4.5 TepMuHbI, onpeaeneHns, CUMBONbI U abbpeBnaTypbl

451 [puHUUNbI

Ecnn npumeHuMmo, STOT pasden [OOMKEH CoAepXaTb OnuMcaHue BCEeX 3fEeMEHTOB, CYLECTBEHHbIX Ans
NoHMMaHUs pecbepeHTHON NpoLieaypbl U3MEPEHNS.

NMPUMEYAHWE 370 MOXeT BKIo4aThb B cebsl, Hanpumep:

a) CUCTeMy CBSI3@HHbIX NMOHATWIA, HAaNpUMep, N30epPMEHTLI NakTaTAerngporeHasbl K anekTpodopeTUIEeCKon
NOABWKHOCTMW,
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