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Foreword 

ISO (the International Organization for Standardization) is a worldwide federation of national standards bodies 
(ISO member bodies). The work of preparing International Standards is normally carried out through ISO 
technical committees. Each member body interested in a subject for which a technical committee has been 
established has the right to be represented on that committee. International organizations, governmental and 
non-governmental, in liaison with ISO, also take part in the work. ISO collaborates closely with the 
International Electrotechnical Commission (IEC) on all matters of electrotechnical standardization. 

International Standards are drafted in accordance with the rules given in the ISO/IEC Directives, Part 2. 

The main task of technical committees is to prepare International Standards. Draft International Standards 
adopted by the technical committees are circulated to the member bodies for voting. Publication as an 
International Standard requires approval by at least 75 % of the member bodies casting a vote. 

Attention is drawn to the possibility that some of the elements of this document may be the subject of patent 
rights. ISO shall not be held responsible for identifying any or all such patent rights. 

Amendment 1 to ISO 8835-3:2007 was prepared by Technical Committee ISO/TC 121, Anaesthetic and 
respiratory equipment, Subcommittee SC 1, Breathing attachments and anaesthetic machines. 
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Inhalational anaesthesia systems — 

Part 3: 
Transfer and receiving systems of active anaesthetic gas 
scavenging systems 

AMENDMENT 1 

Pages 1 and 2, Clause 2, Normative references 

Replace the reference to ISO 5359:2000 with the following: 

“ISO 5359:2008, Low-pressure hose assemblies for use with medical gases” 

Replace the reference to ISO 9170-2:— , together with its footnote, with the following: 

“ISO 9170-2, Terminal units for medical gas pipeline systems — Part 2: Terminal units for anaesthetic gas 
scavenging systems” 

 

Page 5, 5.2.1 

Replace the whole of 5.2.1 with the following: 

“5.2.1 Pressure 

With a flow of 75 l/min of test gas into the inlet of the AGSS, and with any hose or tubing totally obstructed, the 
pressure at the inlet shall not exceed 1,5 kPa (15 cm H2O). 

NOTE If any hose or tubing becomes obstructed, gasses will be spilled into the environment.” 

 

Pages 5 and 6, 7.1 

Replace 7.1.1 and 7.1.2 with the following single subclause: 

“7.1.1 The inlet to an interchangeable transfer system shall be a 30 mm diameter female connector 
complying with ISO 5356-1, and shall incorporate a means of positive pressure relief (see 5.2.1). 

Check compliance by inspection and functional testing.” 

Renumber subclause 7.1.3 as 7.1.2. 

iTeh STANDARD PREVIEW
(standards.iteh.ai)

ISO 8835-3:2007/Amd 1:2010
https://standards.iteh.ai/catalog/standards/sist/64cd36e1-f54c-4915-8a81-

4680d7f1cc29/iso-8835-3-2007-amd-1-2010



ISO 8835-3:2007/Amd.1:2010(E) 

2 © ISO 2010 – All rights reserved
 

Page 7, 8.6 

Replace the first paragraph of 8.6 with the following: 

“Hoses used in the receiving system shall comply with the requirements for hoses for vacuum services given 
in 5.1 (test conditions), 4.4.6 (resistance to kinking) and 5.7 (resistance to occlusion) of ISO 5359:2008, and 
shall have connectors complying with 6.1 and 6.3 of this part of ISO 8835.” 
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