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Foreword

ISO (the International Organization for Standardization) is a worldwide federation of national standards 
bodies (ISO member bodies). The work of preparing International Standards is normally carried out 
through ISO technical committees. Each member body interested in a subject for which a technical 
committee has been established has the right to be represented on that committee. International 
organizations, governmental and non-governmental, in liaison with ISO, also take part in the work. 
ISO collaborates closely with the International Electrotechnical Commission (IEC) on all matters of 
electrotechnical standardization.

The procedures used to develop this document and those intended for its further maintenance are 
described in the ISO/IEC Directives, Part 1. In particular the different approval criteria needed for the 
different types of ISO documents should be noted. This document was drafted in accordance with the 
editorial rules of the ISO/IEC Directives, Part 2 (see www.iso.org/directives).

Attention is drawn to the possibility that some of the elements of this document may be the subject of 
patent rights. ISO shall not be held responsible for identifying any or all such patent rights. Details of 
any patent rights identified during the development of the document will be in the Introduction and/or 
on the ISO list of patent declarations received (see www.iso.org/patents).

Any trade name used in this document is information given for the convenience of users and does not 
constitute an endorsement.

For an explanation on the meaning of ISO specific terms and expressions related to conformity assessment, 
as well as information about ISO’s adherence to the World Trade Organization (WTO) principles in the 
Technical Barriers to Trade (TBT) see the following URL: www.iso.org/iso/foreword.html.

The committee responsible for this document is ISO/TC 150, Implants for surgery, Subcommittee SC 4, 
Bone and joint replacements.
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Non-active surgical implants — Joint replacement implants 
— Specific requirements for hip-joint replacement 
implants

AMENDMENT 1
Page 1, Clause 2

Update the normative references with the following:

ISO 7206-1, Implants for surgery — Partial and total hip joint prostheses — Part 1: Classification and 
designation of dimensions

ISO 7206-2, Implants for surgery — Partial and total hip joint prostheses — Part 2: Articulating surfaces 
made of metallic, ceramic and plastics materials

ISO 7206-4, Implants for surgery — Partial and total hip joint prostheses — Part 4: Determination of 
endurance properties and performance of stemmed femoral components

ISO 7206-6, Implants for surgery — Partial and total hip joint prostheses — Part 6: Endurance properties 
testing and performance requirements of neck region of stemmed femoral components

ISO 7206-10, Implants for surgery — Partial and total hip joint prostheses — Part 10: Determination of 
resistance to static load of modular femoral heads

ISO 14242-1, Implants for surgery — Wear of total hip-joint prostheses — Part 1: Loading and displacement 
parameters for wear-testing machines and corresponding environmental conditions for test

ISO 14242-2, Implants for surgery — Wear of total hip-joint prostheses — Part 2: Methods of measurement

ISO 14242-3, Implants for surgery — Wear of total hip-joint prostheses — Part 3: Loading and displacement 
parameters for orbital bearing type wear testing machines and corresponding environmental conditions 
for test

ISO 14630, 2012, Non-active surgical implants — General requirements

ISO 21534, 2007, Non-active surgical implants — Joint replacement implants — Particular requirements

 

Page 3, 5.2.2

Delete the year and cited subclauses in the text to read:

The tolerances on the diameters of the articulating surfaces of metallic or ceramic femoral components 
intended to be used with ultra-high molecular weight polyethylene (UHMWPE) acetabular components 
and the tolerance on the diameters of the articulating surface of UHMWPE acetabular components shall 
be in accordance with ISO 7206-2.

Delete the NOTE then add the following subclauses after 5.2.2:

5.2.3     Sphericity of femoral heads and plastic acetabular components

For femoral heads of total hip replacements and for plastic acetabular components the sphericity shall 
be in accordance with the requirements given in ISO 7206-2.
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5.2.4     Surface finish of femoral heads and plastic acetabular components

For femoral heads of total hip replacements and for plastic acetabular components the surface finish 
shall be in accordance with the requirements given in ISO 7206-2.

 

Page 4, 7.2.1

Replace the text with the following sentence:

Stemmed femoral components of total hip replacement implants shall be tested in accordance with 
ISO 7206-4 and shall satisfy the performance requirements given in ISO 7206-4.

Delete the NOTE.

 

Page 4, 7.2.2

Delete “head and” in the subheading title to read:

7.2.2     Endurance properties of neck region of stemmed femoral components

Replace text with the following sentence:

The neck region of stemmed femoral components shall be tested in accordance with ISO 7206-6 and 
shall satisfy the performance requirements given in ISO 7206-6.

 

Page 4, 7.2.3

Add the word “femoral” before “heads” in the subheading title, to read:

7.2.3     Pull-off characteristics of femoral heads

 

Page 4, 7.2.4

Replace the text with the following sentence:

The wear characteristics of total hip joint replacement implants comprising a femoral component with 
an integral head or a modular head articulating on a metal, ceramic or UHMWPE acetabular component, 
shall be tested in accordance with either ISO 14242-1 or ISO 14242-3, and the amount of wear shall be 
measured in accordance with ISO 14242-2.

Add the following sentence as a NOTE:

NOTE Additional wear tests may be necessary to simulate adverse or other clinically relevant 
conditions. Possible test methods are included in the Bibliography.

 

Page 5, Clauses 9 and 10, and 11.1

Replace the “—” in ISO 14630:— with the actual year “2012”.
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Page 9, Bibliography

Delete bibliography entries [1] to [5]. Add a new reference [1] so the Bibliography reads as follows:

[1] ASTM F3047M-15, Standard Guide for High Demand Hip Simulator Wear Testing of Hard-on-hard 
Articulations
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