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European foreword 1 

This document (prEN 61010-2-011:2018/prAA:2020) has been prepared by CLC/TC 66X “Safety of 2 
measuring, control, and laboratory equipment”. 3 

This document is currently submitted to the Enquiry. 4 

The following dates are proposed: 5 

• latest date by which the existence of this 
document has to be announced at national 
level 

(doa) dor + 6 months 

• latest date by which this document has to be 
implemented at national level by publication of 
an identical national standard or by 
endorsement 

(dop) dor + 12 months 

• latest date by which the national standards 
conflicting with this document have to be 
withdrawn 

(dow) dor + 36 months 
(to be confirmed or 
modified when voting) 

This document amends prEN 61010-2-011:2018. 6 

This document has been prepared under a mandate given to CENELEC by the European Commission 7 
and the European Free Trade Association, and supports essential requirements of EU Directive(s). 8 

For the relationship with EU Directive(s) see informative Annex ZZ, which is an integral part of this 9 
document. 10 
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1 Modification to Clause 2, "Normative references" 11 

Add the following normative references to Clause 2: 12 

"EN 61770, Electric appliances connected to the water mains - Avoidance of backsiphonage and 13 
failure of hose-sets 14 

EN 809, Pumps and pump units for liquids - Common safety requirements 15 

EN 837-1, Pressure gauges - Part 1: Bourdon tube pressure gauges - Dimensions, metrology, 16 
requirements and testing 17 

EN 837-2, Pressure gauges - Part 2: Selection and installation recommendations for pressure gauges 18 

EN 837-3, Pressure gauges - Part 3: Diaphragm and capsule pressure gauges - Dimensions, 19 
metrology, requirements and testing 20 

EN 1736, Refrigerating systems and heat pumps - Flexible pipe elements, vibration isolators, 21 
expansion joints and non-metallic tubes - Requirements, design and installation 22 

EN 1779:1999, Non-destructive testing - Leak testing - Criteria for method and technique selection 23 

EN 12178, Refrigerating systems and heat pumps - Liquid level indicating devices - Requirements, 24 
testing and marking 25 

EN 12263, Refrigerating systems and heat pumps - Safety switching devices for limiting the pressure - 26 
Requirements and tests 27 

EN 12284, Refrigerating systems and heat pumps - Valves - Requirements, testing and marking 28 

EN 12693, Refrigerating systems and heat pumps - Safety and environmental requirements - Positive 29 
displacement refrigerant compressors 30 

EN 13136, Refrigerating systems and heat pumps - Pressure relief devices and their associated piping 31 
- Methods for calculation 32 

EN 13445-1, Unfired pressure vessels - Part 1: General 33 

EN 13445-2, Unfired pressure vessels - Part 2: Materials 34 

EN 13445-3, Unfired pressure vessels - Part 3: Design 35 

EN 13445-4, Unfired pressure vessels - Part 4: Fabrication 36 

EN 13445-5, Unfired pressure vessels - Part 5: Inspection and testing 37 

EN 13445-6, Unfired pressure vessels - Part 6: Requirements for the design and fabrication of 38 
pressure vessels and pressure parts constructed from spheroidal graphite cast iron 39 

EN 13445-8, Unfired pressure vessels - Part 8: Additional requirements for pressure vessels of 40 
aluminium and aluminium alloys 41 

EN 13445-10, Unfired pressure vessels - Part 10: Additional requirements for pressure vessels of 42 
nickel and nickel alloys 43 

EN 13480-1. Metallic industrial piping - Part 1: General 44 

EN 13480-2. Metallic industrial piping - Part 2: Materials 45 
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EN 13480-3, Metallic industrial piping - Part 3: Design and calculation 46 

EN 13480-4, Metallic industrial piping - Part 4: Fabrication and installation 47 

EN 13480-5, Metallic industrial piping - Part 5: Inspection and testing 48 

EN 13480-6, Metallic industrial piping - Part 6: Additional requirements for buried piping 49 

EN 13480-8, Metallic industrial piping - Part 8: Additional requirements for aluminium and aluminium 50 
alloy piping 51 

EN 14276-1, Pressure equipment for refrigerating systems and heat pumps - Part 1: Vessels - 52 
General requirements 53 

EN 14276-2, Pressure equipment for refrigerating systems and heat pumps - Part 2: Piping - General 54 
requirements 55 

IEC 60335-2-34, Household and similar electrical appliances - Safety - Part 2-34: Particular 56 
requirements for motor-compressors 57 

IEC 60204-1, Safety of machinery - Electrical equipment of machines - Part 1: General requirements 58 

ISO 4126-1, Safety devices for protection against excessive pressure — Part 1: Safety valves 59 

ISO 4126-2, Safety devices for protection against excessive pressure — Part 2: Bursting disc safety 60 
devices" 61 

2 Modification to 5.4.3, “Equipment installation” 62 

Add the following item after f): 63 

“aa) Instructions on the prevention of back-siphonage into potable water systems (see 11.101)” 64 

3 Modification to 11, “Protection against HAZARDS from fluids and solid 65 

foreign objects” 66 

In 11.7.104.3, Leakage test for FLAMMABLE REFRIGERANT, replace the 4th paragraph by the following 67 
(make it a note): 68 

“ 69 

NOTE  Care is expected to be taken that the installation of the capillary tube does not unduly influence the 70 
results of the test and that foreign material does not enter the capillary tube during insulation or assembly for test. 71 
It can be necessary to position the capillary tube before the equipment is insulated.” 72 

Add the following subclause: 73 

“11.101 Protection of hot and cold water services 74 

Back-siphonage from the equipment to the potable water services shall be prevented by means 75 
meeting the relevant requirements of EN 61770. Attention is drawn to the existence of national and 76 
local regulations. If the means are to be provided by the RESPONSIBLE BODY, this shall be stated in the 77 
manufacturer’s installation instructions. 78 

Conformity is checked by inspection and by examination of the manufacturer’s instructions.” 79 

4 Modification to Annex CC, “Safety requirements for components and 80 

piping” 81 

Replace Annex CC by the following text: 82 
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“Annex CC 83 
(normative) 84 

 85 
Safety requirements for components and piping 86 

CC.1 Overview 87 

The sealed system components can be considered pressure vessels in accordance with the Pressure 88 
Equipment Directive (PED) 2014/68/EU according to the classification in Table CC.1 and Table CC.2. 89 
If the components or piping are classified as a Category II or higher pressure vessel according to the 90 
PED, then the requirements of Table CC.3 shall apply including the use of a Notified Body to the PED. 91 

Table CC.1 — Parameters of pressure vessels according to EN 14276-1 92 

Fluid Nature PS (bar) a V (L) PS × V 
(bar × L) 

Category/Article 

if and and and and then 

Group 1 

Gas 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 and ≤ 200 

≤ 1 - Art. 4.3 c 

  ≤ 25 Art. 4.3 c 

> 1 
> 25 and ≤ 50 I 

> 50 and ≤ 200 II 

> 200 and ≤ 1 
000 

≤ 1 - III 

≤ 1 000 > 1 

> 200 and 
≤ 1 000 

III 

> 1 000 IV 

> 1 000 - - IV 

Liquid d 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 and ≤ 500 
≤ 1 - Art. 4.3 c 

  ≤ 200 Art. 4.3 c 

> 0,5 and ≤ 10 
> 1 > 200 

I 

> 10 and ≤ 500 II 

> 500 < 1 - II 

> 500 > 1 - III 
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Fluid Nature PS (bar) a V (L) PS × V 
(bar × L) 

Category/Article 

if and and and and then 

Group 2 

Gas 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 and ≤ 1 000 

≤ 1 - Art. 4.3 c 

  ≤ 50 Art. 4.3 c 

> 1 

> 50 and ≤ 200 I 

> 200 and 
≤ 1 000 

II 

> 1 000 and 
≤ 3 000 

≤ 1 - III 

  
> 1 000 and 
≤ 3 000 

III 

> 0,5 and ≤ 4 
> 1 

> 1 000 III 

> 4 > 3 000 IV 

> 3 000 - - IV 

Liquid d 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 and ≤ 10 - - Art. 4.3 c 

> 10 and ≤ 1 000 ≤ 10 - Art. 4.3 c 

> 10 and ≤ 1 000 > 10 ≤ 10 000 Art. 4.3 c 

> 10 and ≤ 500 - > 10 000 I 

> 1 000 < 10 - I 

> 500 > 10 > 10 000 II 

a 1 bar = 0,1 Mpa. 
b PED = Pressure Equipment Directive 
c Art. 4.3 = reference to Article 4.3 of the Pressure Equipment Directive 
d Liquids are considered to be fluids having a vapour pressure of not more than 0,5 bar above the normal 

atmospheric pressure (1 013 mbar) 
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Table CC.2 — Parameters of piping according to EN 14276-2 93 

Fluid Nature PS (bar) a DN 
PS × DN (bar) 

a 
Category/Article 

if and and And and then 

Group 1 

Gas 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 

≤ 25 - Art. 4.3 c 

> 25 and ≤ 100 ≤ 1 000 I 

> 100 and ≤ 350 
> 1 000 and 
≤ 3 500 

II 

> 350 > 3 500 III 

Liquid d 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 
≤ 25 - Art. 4.3 c 

- ≤ 2 000 Art. 4.3 c 

> 0,5 and ≤ 10 - 
> 2 000 

I 

> 10 and ≤ 500 
> 25 

II 

> 500 - III 

Group 2 

Gas 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 

≤ 32 - Art. 4.3 c 

- ≤ 1 000 Art. 4.3 c 

> 32 and ≤ 100 
> 1 000 and 
≤ 3 500 

I 

> 100 and ≤ 250 
> 3 500 and 
≤ 5 000 

II 

> 250 > 5 000 III 

Liquid d 

≤ 0,5 - - 
Not subjected to 
PED b 

> 0,5 and ≤ 10 - - Art. 4.3 c 

- - ≤ 5 000 Art. 4.3 c 

- ≤ 200 - Art. 4.3 c 

> 10 and ≤ 500 
> 200 

> 5 000 I 

> 500 - II 
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