
2003-01.Slovenski inštitut za standardizacijo. Razmnoževanje celote ali delov tega standarda ni dovoljeno.

Sterilni žilni katetri za enkratno uporabo - 5. del: Periferni katetri z notranjo iglo 
(ISO 10555-5:1996/AC:1999)

Sterile intravaskuläre Katheter zur einmaligen Verwendung - Teil 5: Periphere Katheter 
mit innen liegender Kanüle (ISO 10555-5:1996)

Cathéters intravasculaires stériles, non réutilisables - Partie 5: Cathéters périphériques a 
aiguille interne (ISO 10555-5:1996)

Sterile, single-use intravascular catheters - Part 5: Over-needle peripheral catheters (ISO 
10555-5:1996)

11.040.25 Injekcijske brizge, igle in 
katetri

Syringes, needles an 
catheters

ICS:

Ta slovenski standard je istoveten z: EN ISO 10555-5:1997/AC:1999

SIST EN ISO 10555-5:2000/AC:2003 de

01-september-2003
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