
2003-01.Slovenski inštitut za standardizacijo. Razmnoževanje celote ali delov tega standarda ni dovoljeno.

Oprema za injiciranje za uporabo v medicini - 2. del: Ampule, ki jih je mogoļe
odlomiti na oznaļenem mestu (OPC) (ISO 9187-2:1993)

Injektionsgeräte zur medizinischen Verwendung - Teil 2: OPC-Ampullen (ISO 9187-
2:1993)

Matériel d'injection a usage médical - Partie 2: Ampoules a un seul point de cassure 
(OPC) (ISO 9187-2:1993)

Injection equipment for medical use - Part 2: One-point-cut (OPC) ampoules (ISO 9187-
2:1993)

11.040.20 Transfuzijska, infuzijska in 
injekcijska oprema

Transfusion, infusion and 
injection equipment

ICS:

Ta slovenski standard je istoveten z: EN ISO 9187-2:1999/AC:1999

SIST EN ISO 9187-2:2000/AC:2000 en

01-januar-2000

SIST EN ISO 9187-2:2000/AC:2000
SLOVENSKI  STANDARD
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